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Bound File Name = Sim090507.0001 .RAW 
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Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 

Today's Time = 11:11:33 AM 

VDH Headspace Alcohol 

Calibration Version = 1114 

Area 
Number (min) Name 

Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.39 Acetaldehyde 05382 
2 1.96 Ethanol 113695 
3 2.76 t-Butanol 1623638 
4 3.32 n-Propanol 1824244 
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1.0239 
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Today's Date = 9/5/2007 Today's Time = 11:26:31 AM 
Bound File Name = Sim090507.0002.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 11:26:24 AM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal Calibration Version = 1114 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.95 Ethanol 117381 0.0253 0.0206 
3 2.74 t-Butanol 1618768 1.0100 0.8244 
4 3.30 n-Propanol 1843846 1.0000 0.8162 
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Today's Date = 9/5/2007 
Bound File Name = Sim090507.0003.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 11:41:26 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 11:41:32 AM 

VDH Headspace Alcohol 

Calibration Version = 1114 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.95 Ethanol 118251 0.0252 0.0205 
3 2.74 t-Butanol 1609738 0.9925 0.8101 
4 3.30 n-Propanol 1865899 1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 9/5/2007 
Bound File Name = Sim090507.0004.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 11:56:27 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 
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Number 
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Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 
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1627424 
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0.0252 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 9/5/2007 Today's Time = 12:11:33 PM 
Bound File Name = Sim090507.0005.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 12:11:29 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 1114 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.95 Ethanol 123716 0.0252 0.0206 
3 2.74 t-Butanol 1701491 1.0041 0.8195 
4 3.30 n-Propanol 1949498 1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 9/5/2007 Today's Time = 12:26:31 PM 
Bound File Name = Sim090507.0006.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 12:26:29 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 1114 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.95 Ethanol 122329 0.0251 0.0205 
3 2.74 t-Butanol 1685521 1.0007 0.8168 
4 3.30 n-Propanol 1937700 1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 9/5/2007 Today's Time = 12:41:48 PM 
Bound File Name = Sim090507.0007.RAW 
Sample Name = 0.02% 
Date Taken = 9/5/2007 12:41:41 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal Calibration Version = 1114 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.95 Ethanol 121793 0.0251 0.0205 
3 2.74 t-Butanol 1669043 0.9973 0.8140 
4 3.30 n-Propanol 1925248 1.0000 0.8162 
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